Persistently poor vision in dim illumination after implantation of XtraFocus small-aperture IOL (Morcher).
A 21-year-old patient presents to us with complaints of blurred vision and photophobia in the left eye, with an uncorrected visual acuity of 20/100 improving to 20/30 with pinhole and diagnostic rigid gas permeable lens trial. He had a history of trauma with subsequent cataract extraction, with residual irregular astigmatism and traumatic mydriasis. XtraFocus Pinhole intraocular lens (Morcher) was implanted in the left eye. One week postoperatively, the left eye uncorrected visual acuity improved to 20/30, uncorrected intermediate visual acuity improved to 20/40, and uncorrected near visual acuity improved to J4. The glare and photophobia resolved completely. Surprisingly, the patient complained of severely poor vision in dim illumination. His vision was limited to bare perception of objects and hand movements close to the face. He started facing difficulties in major activities such as driving at night and in dark ambient surroundings such as movie theatres, which persisted to the extent of necessitating explantation of the implant.